[An analysis on the clinical applications of in-vitro diagnostic devices from the results of a blind research, and some suggestions].
Based on a blind research of in-vitro diagnostic devices in use,this paper analyses the error rates of clinical laboratory items in hospitals of different levels, and gives some advies and suggestions for clinical laboratory administration.